Automated quantitative microcolumn chromatography of haemoglobin A2.
Automated cation exchange microcolumn chromatography of haemoglobins has been modified for the analysis of haemoglobin A2. It provides the quantitative data of sufficient precision and specificity for the investigation of potential heterozygotes for beta-thalassaemia. Results have been compared with an established method of electrophoresis followed by densitometry of the eluted bands.